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Abstract
Modified Look-Locker Inversion recovery (MOLLI) sequence is increasingly performed for

myocardial T1 mapping but is known to underestimate T1 values. The aim of the study was

to quantitatively analyze several sources of errors when T1 maps are derived using stan-

dard post-processing of the sequence and to propose a reconstruction approach that takes

into account inversion efficacy (η), T2 relaxation during balanced steady-state free-preces-

sion readouts and B1+ inhomogeneities. Contributions of the different sources of error were

analyzed using Bloch equations simulations of MOLLI sequence. Bloch simulations were

then combined with the acquisition of fast B1+ and T2 maps to derive more accurate T1

maps. This novel approach was evaluated on phantoms and on five healthy volunteers.

Simulations show that T2 variations, B1+ heterogeneities and inversion efficiency represent

major confounders for T1 mapping when MOLLI is processed with standard 3-parameters

fitting. In vitro data indicate that T1 values are accurately derived with the simulation ap-

proach and in vivo data suggest that myocardium T1 are 15% underestimated when pro-

cessed with the standard 3-parameters fitting. At the cost of additional acquisitions, this

method might be suitable in clinical research protocols for precise tissue characterization as

it decorrelates T1 and T2 effects on parametric maps provided by MOLLI sequence and

avoids inaccuracies when B1+ is not homogenous throughout the myocardium.

Introduction
Cardiac magnetic resonance (CMR) imaging is currently one of the most popular modalities to
characterize myocardial tissue. Indeed, T1-, T2- and T2�-weighted images, alone or T1 weight-
ing combined with contrast agent injection, are capable of revealing multiple structural abnor-
malities such as edema [1], fibrosis [2,3], as well as iron overload [4]. Lately, the increase in
signal-to-noise ratio with high-field MRI scanners as well as the development of powerful
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gradient systems and parallel imaging reconstruction has opened the way to quantitative CMR
(see [5] for review). In particular, measurements of myocardium T1 and T2 relaxation times
are extending the range of tissue parameters that could be assessed to monitor natural history
of disease or therapy response. It has also been demonstrated that quantification of myocardial
T1 relaxation times enables detection of diffuse lesions [2,6], or even quantification of extracel-
lular volume fraction [7].

Over the last decade, a new method called MOLLI (Modified Look-Locker Inversion recov-
ery) has been developed and is increasingly performed for myocardial T1 mapping [8]. The se-
quence consists of the acquisition of several balanced steady-state free-precession (b-SSFP)
images at different times (TI) following magnetization inversion. The b-SSFP images are ac-
quired in a single breath-hold, over several cardiac cycles, for the same cardiac phase at end of
diastole. This sequence was successfully used to reveal diffuse increased volume of distribution
of gadolinium-chelate in patients suffering from cardiomyopathies [9] and amyloidosis [10].
Furthermore, MOLLI sequence enabled detection of subtle T1 relaxation time changes without
contrast agent injection in pathologies such as acute myocardial infarction [11,12] or Anderson
Fabry disease [13].

Although the MOLLI method has been widely used for quantitative T1 mapping, it is also
known to underestimate high T1 values (more than 15% underestimation for T1 values higher
than 1500ms) [14]. In a recent publication by Gai et al. [15], the MOLLI sequence was charac-
terized using a step-by-step numerical solution of Bloch equations. Authors showed that the
variation of parameters such as T2, nominal flip angle or k-space sampling trajectory could
have a significant impact on the accuracy of T1 quantification. Discrepancies were evaluated in
a phantom exhibiting different T1 and T2 values. Several contributions to the T1 underestima-
tion were found, e.g. the effect of T2 during b-SSFP acquisition is not considered in the stan-
dard post-processing of the sequence. Other key factors, such as the encoding scheme for b-
SSFP acquisitions, inversion efficiency and B1+ inhomogeneities through the myocardium can
also impact the accuracy of T1 measurement. Thus, the T1 map estimation out of MOLLI data
would be largely improved by taking into account T2, B1+ effects and inversion imperfection.
In particular, estimation of parameters like extracellular volume fraction would greatly benefit
from a more accurate quantification method.

The aim of the present study was first to use Bloch equations simulation to precisely quanti-
fy the errors made when T1 maps are derived using standard post-processing of the MOLLI se-
quence. Then, we proposed a robust approach to derive more accurate T1 maps using MOLLI
data, fast T2 and B1+ maps (compatible with CMR) and Bloch equations simulation. This
novel approach was evaluated on phantoms and compared to the standard post-processing
method on five healthy volunteers.

Methods

MOLLI sequence and standard post-processing approach
The acquisition scheme of the MOLLI sequence consists of three blocks of 3, 3, and 5 single-
shot b-SSFP images that are acquired at different time points after magnetization inversion.
The sequence is ECG triggered, and the acquisition of each image is performed during the
same phase of cardiac period, at the end of diastole. The acquisition of each block is followed
by a resting period of three R-R cycles allowing for longitudinal magnetization relaxation.

In the standard post-processing approach of this sequence, T1-fitting of the signal (S) is per-
formed by a non-linear least-square adjustment to an exponential recovery curve:

SðTIÞ ¼ A� Be
�TI
T�
1 ð1Þ
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where TI is the inversion time of each acquired image. T1� is the effective relaxation constant
which is modified from T1 because of image readout. T1 is then calculated using the following
equation [8]:

T1 ¼ T�
1

B
A
� 1

� �
ð2Þ

This Look-Locker correction can be derived analytically in the case of a FLASH readout
with continuous RF [16]. However, unlike typical Look-Locker scans, MOLLI is acquired using
non-continuous b-SSFP readouts, resulting in intermittent free recovery of magnetization. As
the longitudinal recovery curve has modulated and unmodulated parts, MOLLI exhibits a com-
plex response to scan and intrinsic tissue parameters (nominal flip angle, inversion efficiency,
T2) that are not properly modeled in this standard approach.

Simulation-based post-processing of MOLLI
Bloch equations simulation of the MOLLI sequence was implemented using Matlab (The
Mathworks, USA) as described in [17] and [15]. Magnetization was described step by step
using a general matrix representation:

Mkþ1¼AMkþB ð3Þ

whereMk is a 3D vector representing magnetization at the kth step of the sequence, A and B
are respectively transformation matrix and vector that take into account RF pulses, free preces-
sion, longitudinal and transverse relaxation. The equilibrium magnetization isM0 = [0 0 1]T.

Due to magnetization decay during the application of the adiabatic inversion pulse, the in-
version efficiency (η = cos(180—inversion pulse)) is commonly reduced [18].

Using acquisition parameters typically used for MOLLI, the b-SSFP readout consists of 5
preparation pulses (α/6,-α/3, α/2, -2α/3, 5α/6) separated by TR, followed by a 69 ±α pulses
train to read the k-space in a linear manner. During this readout period, Eq 3 becomes:

Mkþ1¼P1C1RaP2C2MkþP1C1RaD1þD2 ð4Þ

where P1,2, C1,2, D1,2, and Rα are taking into account RF pulses, free precession and T1 and
T2 relaxation (see further details in Appendix). For the first block of three images, TI1 corre-
sponds to the duration between the inversion and the acquisition of the central line of the k-
space of the first image. The two other images of the block are sampled after one and two R-R
intervals, respectively. For the second and third blocks, TI2 and TI3 are defined as TI2 = TI1 +
ΔTI and TI3 = TI1 + 2×ΔTI.

During resting periods, only free precession and relaxation were taken into account for
magnetization evolution. For given T1, T2, inversion efficacy η and flip angle α, the simulation
returns a time dependent function f(T1, T2, η, α,t), that is determined at the 11 inversion times
of the MOLLI sequence.

This simulation was used to emphasize the deviation between true T1 and T1 values esti-
mated by the standard post-processing approach as a function of T1, T2, nominal flip angle
(α), and inversion efficacy η. Four different datasets were simulated using actual timings of the
MOLLI sequence, and varying either T1, T2, α or η (Table 1). For each set of parameters, the
11 MOLLI points were reordered as a function of TI and the 3-parameter model corresponding
to Eq 1 was adjusted to the recovery curve. T1 was then derived from Eq 2 and compared with
the true T1.

A novel post-processing procedure was then proposed to derive a more accurate T1 map
from experimental MOLLI data. First, inversion efficiency was evaluated using Bloch
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simulation of the hyperbolic secant pulse as well as B0 and B1+ maps. A T2 map was then gen-
erated using an additional specific sequence. Finally, for each pixel of the MOLLI acquisition,
the function f was fitted on the 11 experimental data points with T1 considered as a free param-
eter and T2, η and α as fixed parameters (Fig 1). The adjustment was performed by an uncon-
strained nonlinear optimization algorithm based on the Nelder-Mead Simplex Method [19].

Monte Carlo simulation
AMonte Carlo simulation was implemented to quantify the influence of T2 and B1+ measure-
ments on T1 quantification. A large set of data (105) was generated using the Bloch equations
simulation and standard in vivo parameters: nominal flip angle αnom = 24°, T2nom = 42 ms,
400< T1< 2400 ms and a simulated 60 b.p.m. heart rate. For each dataset, the 11 points of the
MOLLI sequence were generated, including a noise corresponding to the experimental SNR.
Datasets were then processed either by the standard or the novel post-processing approach
using modified T2 and flip angle values (T2mod and αmod). These modified values were generat-
ed from nominal values and mean standard deviations of T2 and B1+ mapping sequences

Table 1. T1, T2, α and η parameters used to generate the four different datasets using Bloch equations simulation.

Dataset T1 (ms) T2 (ms) α (°) η

1 Varying: 400–2400 60 35 1

2 1180 Varying: 20–100 35 1

3 1180 60 Varying: 5–75 1

4 1180 60 35 Varying: 0.85–1

doi:10.1371/journal.pone.0126766.t001

Fig 1. Description of the novel post-processing approach of the MOLLI sequence to derive T1 maps
on a 2.2L agar phantom. Simulated datasets were adjusted pixel by pixel on experimental data points
obtained using the MOLLI sequence by varying T1 and using T2 and B1+ parameters measured with
separate specific MR sequences.

doi:10.1371/journal.pone.0126766.g001
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(stdT2 = 3ms and stdα = 2.5° respectively) observed in vivo through the septum:

T2mod ¼ T2nom þ randnðstdT2Þ ð5Þ

amod ¼ anom þ randnðstdaÞ ð6Þ
where randn(stdT2) and randn(stdα) are random values picked up in normal distribution of
standard deviations stdT2 and stdα respectively.

Phantoms
Inversion efficacy was determined on a 2.2L agar phantom (0.3%, w/w) doped with 0.64g/L
NiCl2 mimicking relaxation times of the myocardium. The novel T1 mapping reconstruction
method was evaluated on a phantom containing six agar tubes (0.3% w/w) doped with different
concentrations of Gd-DOTA (Guerbet, France): (0.01, 0.03, 0.05, 0.1, 0.2, and 0.3 mMGd). Lon-
gitudinal relaxation times of the six tubes were also measured using a gold standard inversion
recovery turbo spin echo (IR-TSE) sequence. In vivo T2 mapping sequence was validated on a
phantom containing five agar tubes (0.1, 0.2, 0.3, 0.4 and 0.5% w/w) doped with 0.05mM of
Gd-DOTA (Guerbet, France). A cardiac rate of 60 beats per minute was simulated for
MR imaging.

Volunteers
The study was approved by the local ethics committee (Comité de Protection des Personnes
(CPP) Ile de France VI) and written informed consent was obtained from all subjects. Five
healthy men (mean age: 27.4 ± 8.6 years) with no history of cardiovascular or systemic disease
were enrolled in the protocol. Image acquisition was ECG-triggered and performed during
breath-holds on standard apical, medial and basal short-axis sections of the heart.

MRI experiments
MRI experiments were carried out on a 3 T Trio Tim system (Siemens AG Healthcare Sector,
Erlangen, Germany) with a 60 cm inner diameter and equipped with a 45 mT/m whole-body
gradient system. RF transmission was performed by a body coil, and a 32-channel receiving
heart coil (Rapid Biomedical, Wurzburg, Germany) was used for both phantom and in
vivo imaging.

For in vitro imaging, baseline T1 values were assessed using a standard IR-TSE sequence:
TEeff/TR = 15/11000 ms, 24 inversion times (from 30 to 8000 ms), matrix = 128 × 102, turbo
factor = 7. Baseline T2 values were estimated using a spin echo sequence repeated at different
echo times with the following parameters: TR = 3000 ms, 8 TE (10, 20, 40, 60, 90, 120, 200, 400
ms), matrix = 192 × 154. The prototype MOLLI sequence was acquired with a standard imple-
mentation consisting of 3 inversion sets of 3, 3 and 5 images, TE/TR = 1.25/2.5 ms, nominal
flip angle = 35°, TI1 = 100 ms, ΔTI = 80 ms, matrix = 192 × 154, FOV = 410x330 mm2,
BW = 180000 Hz, slice thickness = 6 mm, GRAPPA = 2 with 24 integrated reference lines, 75%
of partial Fourier, 3 R-R cycles recovery period and acquisition time = 17 R-R cycles. MOLLI
was also acquired with the same parameters but recovery period before inversion varying be-
tween 0 and 8 R-R cycles, leading to acquisition time of 11 to 27 R-R cycles. For in vivo T2
mapping, because of the limited acquisition window available during breath-hold, the standard
SE sequence could not be performed and was replaced by a T2-prepared b-SSFP [20]. Sequence
parameters were the following: TE/TR = 1.3/2.6 ms, 3 T2-preparation times (0/25/75 ms), 3

Bloch Equations Reconstruction of Myocardium MOLLI T1 Maps

PLOS ONE | DOI:10.1371/journal.pone.0126766 May 11, 2015 5 / 17



R-R cycles recovery periods, matrix = 192 × 154, FOV = 410x330 mm2, BW = 180000 Hz, slice
thickness = 6 mm, acquisition time = 12 R-R cycles.

B1+ transmit field maps were obtained using Bloch-Siegert method [21]. An off-resonance
Fermi pulse (Δω = ±8 kHz, duration = 8 ms, flip angle = 600°) was added inside a standard gra-
dient-recalled echo (GRE) sequence (TE/TR = 12/25 ms, matrix = 128 x 64) to make phase sig-
nal sensitive to the transmit field. The two acquisitions (± Δω) necessary for B1+ map
reconstruction were interleaved to reduce motion artifacts and the sequence was segmented (4
segments per shot) to reduce echo train duration to 200 ms. The total acquisition time of the
Bloch-Siegert sequence was 16 R-R cycles.

B0 maps were also acquired on phantoms and on one of the five volunteers with a segment-
ed dual gradient echo sequence, TE1/TE2/TR = 1.9/4.7/6.9ms, matrix = 128x128, 75% of par-
tial Fourier, slice thickness = 6 mm, acquisition time = 3 R-R cycles. All the sequence acquired
in vivo were performed under breath-hold. T2-prep and Bloch-Siegert images were registered
on the 11 images of MOLLI sequence using an automatic rigid motion correction algorithm
(MedINRIA, Version 1.9.4, France) based on the block matching method [22].

Statistics
In vivo T1 values were analyzed in manually drawn regions of interest including the myocardial
septum at the three imaging levels (basal, medial and apical). Student’s t-test was performed on
the measured T1 to compare the two post-processing approaches. MOLLI sequence was also
acquired in vivo without recovery period before second and third inversions. For each post-
processing method, paired t-tests were employed to compare T1 values determined by both se-
quence settings. Differences were considered significant for P values<0.01.

Results

Simulations
The robustness of the standard post-processing approach of the MOLLI sequence was evaluat-
ed by simulations, varying either intrinsic tissue parameters (T1/T2) or sequence parameters
(α/η). Different datasets were simulated, and the T1 obtained with the 3-parameters fit was
compared to the input T1. As depicted by Fig 2, the error made on T1 measurement was quite
sensitive to the different parameters. Although the method seemed suitable to measure short
T1 values, with high T2, using low nominal flip angle and with good inversion efficiency, dis-
crepancies might become higher than 15% for large-T1 measurement, with high nominal flip
angle and poor inversion efficacy (η< 0.9).

Monte Carlo simulation
Fig 3A represents T1 values obtained by Monte Carlo simulations with the two approaches as a
function of true T1. As expected, the standard method underestimated longitudinal relaxation
times while the novel approach remained consistent for the entire exploration windows (Fig
3B). The standard post-processing approach presented a coefficient of variation (defined by
the ratio between the standard deviation and mean value of the measure) of about 1% whereas
sensitivity of the proposed method ranged from 2 to 4% (Fig 3C).

Inversion efficacy
Inversion efficacy η was estimated using a Bloch simulation of the 10 ms hyperbolic secant
pulse used in the MOLLI sequence (nominal B1+ = 16.1μT) as well as B0 and B1+ maps ac-
quired in vitro and in vivo on one volunteer. It can be seen that B0 and B1+ inhomogeneities
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are significantly higher in vivo compared to the phantom (Fig 4A and 4B, 4D and 4E). Never-
theless, even with these constraints, η was found highly homogenous both in the phantom and

Fig 2. Deviation between true T1 values and T1 values determined by the standard post-processing
approach as a function of T1 (a), T2 (b), nominal flip angle (c), and inversion efficacy η (d). The first
dataset was generated using T2 = 60 ms, α = 35°, η = 1, the second with α = 35°, η = 1, T1 = 1180 ms, the
third with T1 = 1180 ms, T2 = 60 ms, η = 1 and the fourth with T1 = 1180 ms, T2 = 60 ms, α = 35°. For each set
of parameters, the 11 MOLLI points were reordered as a function of TI, and the 3-parameter model was
adjusted on the recovery curve. T1 was then calculated (T1 = T1*×(B/A-1)) and compared to the true T1.

doi:10.1371/journal.pone.0126766.g002

Fig 3. Robustness of both post-processingmethods was assessed by Monte Carlo simulations. A
large set of data (105) was generated using the Bloch equations simulation and standard in vivo parameters:
nominal flip angle αnom = 24°, T2nom = 41 ms, 400 < T1 < 2400 ms. For each dataset, the 11 points of the
MOLLI sequence were modified with an additional noise corresponding to the experimental SNR. Datasets
were then processed either by the standard or the novel post-processing approach using modified T2 and flip
angle values (T2mod and αmod) randomly generated from standard deviations of T2 and B1+ mapping
sequences. T1 values estimated by the two post-processing methods were compared to true T1 values (a).
The T1 exploration window was divided into 20 intervals, wherein mean relative errors (b) as well as
coefficient of variation of the values (c) were measured.

doi:10.1371/journal.pone.0126766.g003
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in the myocardium with a mean value of 0.92±0.01 (Fig 4C–4F). Following post-processing
using Bloch-equations simulation was performed with this value of η.

In vitro validation
Fig 5A–5C shows T1, T2 and B1+ maps acquired on the phantom with the standard sequences
(IR-TSE, Bloch-Siegert GRE, spin echo at different TE). Values (± standard deviations) of the
different parameters are summarized in Table 2. The six tubes exhibited homogeneous T2 and
B1+ values (approximately 42–43 ms and 34–35° respectively) and a broad distribution of T1
(from 535 ± 6 ms to 2085 ± 32 ms). The MOLLI sequence was acquired during the same imag-
ing session and the novel post-processing approach based on sequence simulation was com-
pared to the standard 3-parameter fitting method for T1 mapping (Fig 5D and 5E).

For high T1 values, as already observed in [8] and [14], T1 generated by the standard tech-
nique is more than 20% underestimated. On the contrary, the new post-processing approach
was quite consistent with the results obtained by the IR-TSE sequence (Fig 5F). Error made
with the standard approach was found between 9.5% and 20.1% (depending of the T1), while
the maximum deviation was less than 4% using the novel method. Standard deviations were
higher on T1 maps derived by the novel method (1.1% against 0.4% for the standard post pro-
cessing): this was due to a much more complex post-processing pipeline as well as the accuracy
of T2 and B1+ parameters acquired by SE and Bloch-Siegert sequences.

Fig 4. B0 (a,d) and B1+ (b,e) maps acquired respectively on the 2.2L agar phantom and on one of the
volunteers. Inversion efficacy maps (c,f) were derived using a Bloch simulation of the 10 ms hyperbolic
secant pulse used in the MOLLI sequence as well as B0 and B1+ constraints with a nominal B1 of 16.1μT.

doi:10.1371/journal.pone.0126766.g004
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As depicted by Fig 6, and contrary to the standard fitting method, T1 values derived by the
novel post-processing approach did not vary with the number of recovery periods before each
inversion. Differences between T1 measured with an 8 R-R recovery period and no recovery
period were less than 2.5% with the proposed method, whereas they were ranging from 4.2 to
28.8% with the standard approach.

T2 mapping with T2-prepared b-SSFP
T2 values determined by the T2-prepared b-SSFP sequence were compared to the T2 derived
from standard SE sequences at different TE on phantoms exhibiting a large range of transverse
relaxation times. T2 values determined by the T2-prepared b-SSFP were highly correlated to
the gold standard T2 values (R2 = 0.998) but were constantly 7% overestimated. For typical

Fig 5. T1 (a), B1+ (b) and T2 (c) maps acquired on Gd-DOTA-doped phantoms using gold-standard sequences. T1 maps derived by the standard
post-processing approach of the MOLLI sequence (d) and the novel simulation method (e). Mean relative errors between T1 values derived from gold
standard sequence and the two different post-processing approaches of MOLLI sequence (f).

doi:10.1371/journal.pone.0126766.g005

Table 2. Values (± standard deviations) of true T1, true T2 and excitation flip angle parameters measured on the Gd-DOTA doped phantoms by the
gold-standard sequence, and T1 values derived from both post-processingmethods of the MOLLI sequence.

Tube 1 2 3 4 5 6

T1 (ms) IR-TSE 2085 ± 32 1747 ± 6 1422 ± 9 1038 ± 14 706 ± 6 535 ± 6

T2 (ms) SE 43.5 ± 0.4 42.9 ± 0.3 42.9 ± 0.4 42.8 ± 0.7 42.1 ± 0.6 41.8 ± 0.6

α (°) BS 35.3 ± 0.5 34.7 ± 0.5 35.3 ± 0.5 35.3 ± 0.8 34.8 ± 0.8 33.6 ± 0.6

T1 (ms) MOLLI standard 1665 ± 10 1424 ± 4 1193 ± 3 900 ± 2 627 ± 3 484 ± 3

T1 (ms) MOLLI fit-sim 2133 ± 10 1789 ± 10 1471 ± 13 1076 ± 34 732 ± 7 544 ± 4

doi:10.1371/journal.pone.0126766.t002
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myocardium T2 values that are around 45 ms [23], it corresponds to an overestimation of
3.1ms. According to Bloch-equations simulations, it would lead to a T1 underestimation of less
than 0.25% for a typical value of 1300ms when the novel post-processing method will be used.

In vivo experiments
Fig 7 shows typical images acquired in vivo with the MOLLI, T2-prepared b-SSFP and Bloch-
Siegert sequences. Contours of the heart were manually drawn before and after rigid

Fig 6. Influence of the number of R-R recovery periods between inversion pulses on T1 values
estimated by the standard (a) and the novel (b) post-processing approaches of MOLLI sequence.

doi:10.1371/journal.pone.0126766.g006

Fig 7. Typical images acquired in vivo on one healthy volunteer with the MOLLI, T2-prepared b-SSFP
and Bloch-Siegert sequences. Contours of the heart were manually drawn before and after rigid registration
(red and blue dashed lines respectively) and overlaid on the registered images.

doi:10.1371/journal.pone.0126766.g007
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registration (red and blue dashed lines respectively) and overlaid on the registered images. As
depicted by the figure, displacement was minimal and in the range of a few pixels.

In vivo T2 maps (Fig 8A) were homogenous through the myocardium of the five healthy
volunteers with a mean value of 40.7±3.0 ms. The segmented/interleaved Bloch-Siegert GRE
sequence allowed the acquisition of B1+ maps with limited artifacts induced by cardiac motion
(Fig 8B). The mean flip angle value was significantly lower than the prescribed one (α = 35°)
for all the subjects. A reproducible pattern of B1+ heterogeneities was observed for the majority
of the volunteers: B1+ increases smoothly from the right ventricle to the left. MOLLI sequences
were post-processed by both the standard and novel procedure, and therefore two T1 maps
were generated at the three slice levels (basal, medial, apical) for each volunteer (Fig 8C and
8D). Mean parameters values (± standard deviation) are summarized in Table 3 for each indi-
vidual subject. Myocardium T1 values determined by the standard post-processing procedure

Fig 8. In vivo T2 and B1+maps obtained using T2-prepared TrueFISP and Bloch-Siegert sequences, respectively (a and b). In vivo T1 maps
generated from standard and novel post-processing approaches of the MOLLI sequence (3HB) (c and d respectively). In vivo T1 maps generated from
standard and novel post processing of the MOLLI sequence acquired without recovery period before second and third inversions (0HB) (e-f).

doi:10.1371/journal.pone.0126766.g008

Table 3. T2, excitation flip angle and T1 values (± standard deviation) derived from both post-processing methods of MOLLI in the myocardium of
five healthy volunteers.

Volunteer 1 2 3 4 5

T2 (ms) Basal 43 ± 3 41 ± 4 39 ± 2 38 ± 4 40 ±3

Medial 43 ± 3 41 ± 3 38 ± 2 37 ± 1 38 ± 3

Apical 46 ± 5 42 ± 2 41 ± 4 42 ± 3 42 ± 3

α (ms) Basal 22 ± 2 20 ± 5 28 ± 3 23 ± 3 27 ± 3

Medial 19 ± 3 22 ± 2 26 ± 1 26 ± 2 24 ± 3

Apical 19 ± 2 22 ± 2 26 ± 2 24 ± 2 26 ± 2

T1 standard (ms) Basal 1239 ± 48 1237 ± 36 1171 ± 26 1193 ± 25 1185 ± 31

Medial 1319 ± 34 1156 ± 26 1230 ± 25 1203 ± 33 1176 ± 22

Apical 1336 ± 42 1208 ± 19 1221 ± 39 1191 ± 26 1255 ± 24

T1 fit-sim (ms) Basal 1421 ± 62 1424 ± 72 1374 ± 86 1353 ± 44 1410 ± 52

Medial 1401 ± 35 1484 ± 42 1417 ± 36 1428 ± 52 1398 ± 65

Apical 1395 ± 48 1453 ± 58 1375 ± 36 1413 ± 33 1405 ± 39

doi:10.1371/journal.pone.0126766.t003
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(1221±30 ms) were once again underestimated compared to the values generated using the
simulation procedure (1410±51 ms). The group study revealed that the underestimations were
statistically significant (P< 0.01) and respectively equal to 15%, 15% and 14% at the basal, me-
dial and apical levels (Fig 9A). Standard deviations of T1 measures were significantly increased
by 91%, 64% and 43% at the basal, medial and apical levels, using the novel post-processing
method (p<0.01).

MOLLI sequence was also acquired in vivo without recovery period before second and third
inversions (Fig 8E and 8F). This particular setting allows shortening the acquisition time to 11
heartbeats. When data are post processed with the standard method, T1 values are dramatically
reduced (1025±31 ms) compared to the 17 heart-beats sequence (Fig 9B). On the other hand,
when the novel post-processing is applied, T1 values measured within the myocardium remain
statistically identical (1429±62 ms).

Discussion
Systematic errors on T1 values reported by users of the MOLLI sequence are largely due to an
imperfect post-processing procedure that does not take into account b-SSFP readouts inter-
leaved with relaxation periods. In this study, we demonstrated both on calibrated phantoms
and in vivo that a proper simulation of the sequence allowed for an accurate quantification of
T1 without interfering with acquisition parameters (e.g. by decreasing the nominal flip angle or
the number of phase-encoding steps).

The accurate knowledge of the excitation flip angle performed during b-SSFP readouts rep-
resents a critical factor as it provides an a-priori value for the simulation approach. At high
field, considering the size of the chest and its tissues composition, B1+ heterogeneities are ex-
pected through it and more particularly over the heart. Thus, the applied flip angle can exten-
sively deviate from the nominal value (more than 20% dispersion over the short-axis slices in
this study); and consequently the acquisition of a B1+ map becomes mandatory. A wide variety
of B1+ mapping methods have already been developed and most of them rely on image ampli-
tude: e.g. signal ratios method [24–26], steady state signals [27], signal nulling at certain flip an-
gles [28], or comparing the amplitude between stimulated and spin echoes [29]. These
conventional approaches that rely on resetting the longitudinal magnetization Mz to a known

Fig 9. T1 valuesmeasured at three levels (basal, medial and apical) of five healthy volunteers
myocardium using the standard and the novel post-processing approaches of MOLLI (a). T1 values
measured with the two sequence settings for each post-processing method (b). (*: P < 0.01).

doi:10.1371/journal.pone.0126766.g009
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state prior to imaging are quite time consuming and may suffer from cardiac or respiratory
motion. In this work, a B1+ mapping sequence based on Bloch-Siegert shift was implemented
for in vivo imaging. The method is independent of Mz and encodes transmit power in the sig-
nal phase of the image. The resulting B1+ maps are insensitive to chemical shift, TR, T1 relaxa-
tion, excitation flip angle, and magnetization transfer [21]. Phase based sequences to measure
B1 such as Bloch-Siegert might also be prone to motion and flow. This is particularly true
when studying a moving organ like the heart. Concerning flow, Dixon et al. [30] have per-
formed Bloch-Siegert experiments on phantom with a laminar flow of 0.5m/s. Even if they ob-
served a change in the absolute value of pixel phase when flow was on, it did not results in
changes in the B1 map provided after processing. For motion artifacts, acquisitions were inter-
leaved and performed during breath hold to avoid respiratory movements. Furthemore, read-
outs were segmented to reduce echo train duration to 200 ms and fit in the same quiescent
windows of the cardiac cycle than the MOLLI b-SSFP trains. Lau et al. demonstrated that the
Bloch-Siegert sequence can even be improved by using flow-insensitive spiral readout gradients
[31].

Inversion efficiency also represents a major confounder when T1 maps are directly derived
fromMOLLI sequence with the 3-parameters fitting as it was shown that imperfect inversion
may lead to large T1 underestimation. In this study, η was estimated using a Bloch simulation
of the MOLLI inversion pulse. It revealed that inversion efficiency was close to 0.9. As adiabatic
inversion was applied, η was homogenous through space and was not much affected by B1
+ heterogeneities. This value of 0.9 was in good agreement with the study of Kellman et al.
[18], and justified the use of a single η for the rest of the study.

The need for additional B1+ and T2 sequences is currently the major limitation of our novel
method. While T2 maps are sometimes acquired during an MR cardiac exam and provide in-
formation about the potential presence of myocardial edema (e.g. during the acute phase of in-
farction), B1+ maps are rarely performed and will lengthen the protocol duration. In the
present study, a single-slice high-resolution B1+ map was obtained during a 16-heart-beat
breath-hold. The total duration of the procedure (shimming and acquisition of basal, medial
and apical B1+ maps) took approximately 6 minutes. While applied in clinical protocols, this
block could be performed few minutes after Gd-DOTA injection during the resting period of
10–15 minutes before late gadolinium enhancement imaging, since the B1+ mapping sequence
is insensitive to T1. Moreover, acquisition time for the B1+ maps at the three levels could be
largely reduced to shorter breath-holds by using parallel imaging, degrading spatial resolution
or using a more efficient readout approach (EPI, TurboFLASH,. . .).

The accuracy of the measurement of T2 and excitation flip angle α will strongly determine
the sensitivity of the post-processing method based on Bloch equations simulation. In particu-
lar, it was shown that standard deviations of T1 values are significantly higher using the simula-
tion method compared to the standard 3-parameter fitting approach. Results given by the
latter will mainly depend on the signal-to-noise ratio (SNR) of the 11 data points of the MOLLI
sequence, whereas the simulation approach sensitivity will be driven by SNR as well as B1
+ and T2 confidence intervals. Monte Carlo simulations were performed using confidence in-
tervals for α and T2 given by standard deviations observed in vivo for both parameters. They
showed that coefficient of variation are significantly increased when MOLLI data are processed
by the simulation approach. The sensitivity of the proposed reconstruction method would cer-
tainly benefit from an additional optimization of T2- and B1+-mapping sequences. Moreover,
as the proposed method requires the acquisition of additional NMR sequences than MOLLI, it
might be affected by the specific artifacts related to these scans or by poor registration if dis-
placement between images become too important. As Bloch Siegert sequence is a gradient echo
acquisition, it may be prone to susceptibility artifacts. Over the 5 healthy volunteers scanned in
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the study, susceptibility artifact were commonly detected at the border of the right ventricle,
leading to biased flip angle measurement at these locations. Nevertheless, on the left ventricle,
which is the most frequently assessed region of interest in cardiac studies, no susceptibility arti-
facts were observed for all of the volunteers.

Various methods were recently presented for cardiac T1 mapping. A shortened version of
MOLLI with conditional curve fitting (ShMOLLI) was proposed as a means of shortening the
breath-hold [32]. ShMOLLI sequence has demonstrated more insensibility to heart rate vari-
ability but at the cost of a loss of precision due to a lower number of fitted data points. Further-
more, as MOLLI sequence, ShMOLLI is also biased by the same confounders (T2 decay during
b-SSFP train, imperfect inversion) to estimate long T1 values. With minor modifications, the
proposed method can be applied to post-process ShMOLLI data, and may be adaptable to any
version of MOLLI-derived sequence. For example, in the present study, we demonstrated that
MOLLI could be acquired without recovery period before the second and third inversions
without corrupting reconstructed T1 maps. This allowed reducing acquisition time of the se-
quence while keeping 11 points along the T1 recovery curve. Saturation recovery methods (as
SASHA) have also been developed for cardiac T1 mapping [33]. A 3-parameter model for data
fitting was proposed to make the T1 measurement insensitive to T2 and to saturation efficacy.
Nevertheless, this method is based on the acquisition of images shortly after magnetization sat-
uration and is particularly prone to artifacts since these images generally have low SNR.
SASHA has the potential to provide more accurate T1 measurement that is less sensitive to MT
as well as other factors [34] but is noisier, and have not demonstrated yet the same level of re-
producibility than MOLLI-derived sequences [35].

When compared to existing literature at 3T, in vivo T1 values measured with the standard
post-processing of the MOLLI sequence (1221±31ms) are in good agreement with those mea-
sured with the same type of sequence and post-processing (MOLLI or shMOLLI). Piechnik
et al. [32] found a T1 of 1169±45 using the shMOLLI approach, von Knobelsdorff-Brenkenhoff
et al. [23] measured a mean T1 of 1165ms and Lee et al. [14] a T1 of 1315±39ms with the
MOLLI sequence. The mean T1 derived by the novel approach (1410±51ms) is significantly
higher. Nevertheless, it is consistent with the few studies performed with other types of acquisi-
tions. Stanisz et al. [36] measured a myocardium T1 of 1471±31ms using a more standard in-
version recovery sequence and Clique et al. [37] a T1 = 1341±42ms with a variable flip angle
3D-FSPGR sequence. Concerning in vivo T2 values, the mean value measured in our study
(40.7±3.0ms) is consistent with the T2 = 38.5±4.5ms observed by Van Heeswijk et al. [38] and
T2 = 45.4±1.4ms measured by von Knobelsdorff-Brenkenhoff et al. [23].

Improved accuracy in the quantification of high T1 values might potentially improve diag-
nostic value in certain disease, when assessed without contrast agent injection. In Anderson-
Fabry disease for example, the slight T1 decrease induced by intracellular lipid disorganization
[13] might be more readily observed and quantified using the novel post-processing method.
Furthermore, determination of extracellular volume fraction relies on the measurement of
blood and myocardial tissues T1 before and after Gd-DOTA injection [7]. At 3T, native T1 val-
ues are around 1900 ms and 1300 ms for the blood and the myocardium, respectively, and are
largely underestimated with the standard post-processing approach. Given the improved accu-
racy for native T1 times of the proposed method, the accuracy of ECV estimation can
be increased.

At higher magnetic field, B1+ inhomogeneities will even be more important across the en-
tire myocardium than at 3T. T1 maps derived by the 3-parameter-fitting method could there-
fore present a pattern corresponding to these inhomogeneities that will certainly prevent the
radiologist to establish a robust diagnosis. On the contrary, artifacts will be mitigated on the T1
maps obtained by the simulation method. At the cost of additional acquisitions, this approach
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might be suitable in clinical research protocols for accurate tissue characterization. In conclu-
sion, this work showed that the standard post-processing of MOLLI acquisitions has several
limitations which might cause T1 quantification inaccuracies, especially at high field when B1
+ homogeneity through the entire heart will no longer be possible. We proposed a novel ap-
proach based on Bloch equations simulation that take into account T2, B1+ and inversion effi-
cacy to derive accurate T1 maps of the left myocardium fromMOLLI experimental data.
Future work will investigate off-resonance and magnetization transfer effects and the ability to
take them into account within the novel post-processing method, as it has recently been shown
that they might also cause T1 variations with the MOLLI sequence [39,40].

Appendix

Full description of matrix and vectors used in the Bloch simulation
Bloch simulations for the MOLLI sequence were implemented using the framework described
in details in [17]. They take into account RF pulses, free precession, T1 and T2 relaxation.

RF nutation about the x-axis of an angle α is represented by a multiplication by the matrix:

Ra ¼
1 0 0

0 cosa sina

0 �sina cosa

2
664

3
775 ð7Þ

Free precession during a period t corresponds to a multiplication by the rotation matrix:

PðtÞ ¼
cosð2pDftÞ sinð2pDftÞ 0

�sinð2pDftÞ cosð2pDftÞ 0

0 0 1

2
64

3
75 ð8Þ

where Δf is the off-resonance factor.
T1 and T2 relaxation over a time t can be represented by a multiplication by the matrix:

CðtÞ ¼
e

�t

T2 0 0

0 e
�t

T2 0

0 0 e
�t

T1

2
66666664

3
77777775

ð9Þ

and the addition of the vector:

DðtÞ ¼ ðI� CðtÞÞ
0

0

m0

2
664

3
775

where I is the identity matrix.[35]

Author Contributions
Conceived and designed the experiments: BM PGC. Performed the experiments: BM AV PLS
BR. Analyzed the data: BM AV. Contributed reagents/materials/analysis tools: BM PLS AV
AG BR. Wrote the paper: BM PGC AG.

Bloch Equations Reconstruction of Myocardium MOLLI T1 Maps

PLOS ONE | DOI:10.1371/journal.pone.0126766 May 11, 2015 15 / 17



References
1. Simonetti OP, Finn JP, White RD, Laub G, Henry DA (1996) “Black blood” T2-weighted inversion-re-

covery MR imaging of the heart. Radiology 199: 49–57. PMID: 8633172

2. Broberg CS, Chugh SS, Conklin C, Sahn DJ, Jerosch-Herold M (2010) Quantification of diffuse myo-
cardial fibrosis and its association with myocardial dysfunction in congenital heart disease. Circulation
Cardiovascular imaging 3: 727–734. doi: 10.1161/CIRCIMAGING.108.842096 PMID: 20855860

3. Vogel-Claussen J, Rochitte CE, Wu KC, Kamel IR, Foo TK, Lima JAC, et al. (n.d.) Delayed enhance-
ment MR imaging: utility in myocardial assessment. Radiographics: a review publication of the Radio-
logical Society of North America, Inc 26: 795–810.

4. Ghugre NR, Enriquez CM, Gonzalez I, Nelson MD, Coates TD, Wood JC (2006) MRI detects myocardi-
al iron in the human heart. Magnetic resonance in medicine 56: 681–686. PMID: 16888797

5. Salerno M, Kramer CM (2013) Advances in Parametric MappingWith CMR Imaging. JACC Cardiovas-
cular imaging 6: 806–822. doi: 10.1016/j.jcmg.2013.05.005 PMID: 23845576

6. Iles L, Pfluger H, Phrommintikul A, Cherayath J, Aksit P, Gupta SN, et al. (2008) Evaluation of diffuse
myocardial fibrosis in heart failure with cardiac magnetic resonance contrast-enhanced T1 mapping.
Journal of the American College of Cardiology 52: 1574–1580. doi: 10.1016/j.jacc.2008.06.049 PMID:
19007595

7. Arheden H, Saeed M, Higgins CB, Gao DW, Bremerich J, Wyttenbach R, et al. (1999) Measurement of
the distribution volume of gadopentetate dimeglumine at echo-planar MR imaging to quantify myocardi-
al infarction: comparison with 99mTc-DTPA autoradiography in rats. Radiology 211: 698–708. PMID:
10352594

8. Messroghli DR, Radjenovic A, Kozerke S, Higgins DM, Sivananthan MU, Ridgway JP (2004) Modified
Look-Locker inversion recovery (MOLLI) for high-resolution T1 mapping of the heart. Magnetic Reso-
nance in Medicine 52: 141–146. PMID: 15236377

9. Sibley CT, Noureldin RA, Gai ND, Nacif MS, Turkbey EB, Mudd JO, et al. (2012) T1 Mapping in Cardio-
myopathy at Cardiac MR: Comparison with Endomyocardial Biopsy. Radiology 265: 724–732. doi: 10.
1148/radiol.12112721 PMID: 23091172

10. Brooks J, Kramer CM, Salerno M (2013) Markedly increased volume of distribution of gadolinium in car-
diac amyloidosis demonstrated by T1 mapping. Journal of Magnetic Resonance Imaging 38: 1591–
1595. doi: 10.1002/jmri.24078 PMID: 23450747

11. Dall’Armellina E, Piechnik SK, Ferreira VM, Si Q Le, Robson MD, Francis JM, et al. (2012) Cardiovas-
cular magnetic resonance by non contrast T1-mapping allows assessment of severity of injury in acute
myocardial infarction. Journal of cardiovascular magnetic resonance 14: 15. doi: 10.1186/1532-429X-
14-15 PMID: 22309452

12. Ferreira VM, Piechnik SK, Dall’Armellina E, Karamitsos TD, Francis JM, Choudhury RP, et al. (2012)
Non-contrast T1-mapping detects acute myocardial edema with high diagnostic accuracy: a compari-
son to T2-weighted cardiovascular magnetic resonance. Journal of cardiovascular magnetic resonance
14: 42. doi: 10.1186/1532-429X-14-42 PMID: 22720998

13. Sado DM, White SK, Piechnik SK, Banypersad SM, Treibel T, Captur G, et al. (2013) The Identification
and Assessment of Anderson Fabry Disease by Cardiovascular Magnetic Resonance Non-Contrast
Myocardial T1 Mapping. Circulation Cardiovascular imaging 6: 392–398. doi: 10.1161/CIRCIMAGING.
112.000070 PMID: 23564562

14. Lee JJ, Liu S, Nacif MS, Ugander M, Han J, Kawel N, et al. (2011) Myocardial T1 and extracellular vol-
ume fraction mapping at 3 tesla. Journal of cardiovascular magnetic resonance 13: 75. doi: 10.1186/
1532-429X-13-75 PMID: 22123333

15. Gai ND, Stehning C, Nacif M, Bluemke D a (2012) Modified Look-Locker T1 evaluation using Bloch sim-
ulations: Human and phantom validation. Magnetic Resonance in Medicine 67.

16. Deichmann R, Haase A (1992) Quantification of T1 values by SNAPSHOT-FLASHNMR imaging. Jour-
nal of Magnetic Resonance 96: 608–612.

17. Hargreaves BA, Vasanawala SS, Pauly JM, Nishimura DG (2001) Characterization and reduction of
the transient response in steady-state MR imaging. Magnetic Resonance in Medicine 46: 149–158.
PMID: 11443721

18. Kellman P, Herzka DA, Hansen MS (2014) Adiabatic inversion pulses for myocardial T1 mapping. Mag-
netic resonance in medicine 71: 1428–1434. doi: 10.1002/mrm.24793 PMID: 23722695

19. Nelder J, Mead R (1965) A Simplex-Method for function minimization. Computer Journal 7: 308–313.

20. Giri S, Chung Y-C, Merchant A, Mihai G, Rajagopalan S, Raman S V, et al. (2009) T2 quantification for
improved detection of myocardial edema. Journal of Cardiovascular Magnetic Resonance 11: 56. doi:
10.1186/1532-429X-11-56 PMID: 20042111

Bloch Equations Reconstruction of Myocardium MOLLI T1 Maps

PLOS ONE | DOI:10.1371/journal.pone.0126766 May 11, 2015 16 / 17

http://www.ncbi.nlm.nih.gov/pubmed/8633172
http://dx.doi.org/10.1161/CIRCIMAGING.108.842096
http://www.ncbi.nlm.nih.gov/pubmed/20855860
http://www.ncbi.nlm.nih.gov/pubmed/16888797
http://dx.doi.org/10.1016/j.jcmg.2013.05.005
http://www.ncbi.nlm.nih.gov/pubmed/23845576
http://dx.doi.org/10.1016/j.jacc.2008.06.049
http://www.ncbi.nlm.nih.gov/pubmed/19007595
http://www.ncbi.nlm.nih.gov/pubmed/10352594
http://www.ncbi.nlm.nih.gov/pubmed/15236377
http://dx.doi.org/10.1148/radiol.12112721
http://dx.doi.org/10.1148/radiol.12112721
http://www.ncbi.nlm.nih.gov/pubmed/23091172
http://dx.doi.org/10.1002/jmri.24078
http://www.ncbi.nlm.nih.gov/pubmed/23450747
http://dx.doi.org/10.1186/1532-429X-14-15
http://dx.doi.org/10.1186/1532-429X-14-15
http://www.ncbi.nlm.nih.gov/pubmed/22309452
http://dx.doi.org/10.1186/1532-429X-14-42
http://www.ncbi.nlm.nih.gov/pubmed/22720998
http://dx.doi.org/10.1161/CIRCIMAGING.112.000070
http://dx.doi.org/10.1161/CIRCIMAGING.112.000070
http://www.ncbi.nlm.nih.gov/pubmed/23564562
http://dx.doi.org/10.1186/1532-429X-13-75
http://dx.doi.org/10.1186/1532-429X-13-75
http://www.ncbi.nlm.nih.gov/pubmed/22123333
http://www.ncbi.nlm.nih.gov/pubmed/11443721
http://dx.doi.org/10.1002/mrm.24793
http://www.ncbi.nlm.nih.gov/pubmed/23722695
http://dx.doi.org/10.1186/1532-429X-11-56
http://www.ncbi.nlm.nih.gov/pubmed/20042111


21. Sacolick LI, Wiesinger F, Hancu I, Vogel MW (2010) B1 mapping by Bloch-Siegert shift. Magnetic Res-
onance in Medicine 63: 1315–1322. doi: 10.1002/mrm.22357 PMID: 20432302

22. Ourselin S, Roche A, Prima A, Ayache N (2000) Medical Image Computing and Computer-Assisted In-
tervention—MICCAI 2000. Lecture Notes in Computer Science. Berlin, Heidelberg, Vol. 1935.

23. Von Knobelsdorff-Brenkenhoff F, ProthmannM, Dieringer MA, Wassmuth R, Greiser A, Schwenke C,
et al. (2013) Myocardial T1 and T2 mapping at 3 T: reference values, influencing factors and implica-
tions. Journal of Cardiovascular Magnetic Resonance 15: 53. doi: 10.1186/1532-429X-15-53 PMID:
23777327

24. CunninghamCH, Pauly JM, Nayak KS (2006) Saturated double-angle method for rapid B1+ mapping.
Magnetic Resonance in Medicine 55: 1326–1333. PMID: 16683260

25. Insko EK, Bolinger L (1993) Mapping of the Radiofrequency Field. Journal of Magnetic Resonance, Se-
ries A 103: 82–85.

26. Stollberger R, Wach P (1996) Imaging of the active B1 field in vivo. Magnetic Resonance in Medicine
35: 246–251. PMID: 8622590

27. Yarnykh VL (2007) Actual flip-angle imaging in the pulsed steady state: a method for rapid three-dimen-
sional mapping of the transmitted radiofrequency field. Magnetic Resonance in Medicine 57: 192–200.
PMID: 17191242

28. Dowell NG, Tofts PS (2007) Fast, accurate, and precise mapping of the RF field in vivo using the 180
degrees signal null. Magnetic Resonance in Medicine 58: 622–630. PMID: 17763355

29. Jiru F, Klose U (2006) Fast 3D radiofrequency field mapping using echo-planar imaging. Magnetic reso-
nance in medicine 56: 1375–1379. PMID: 17089359

30. DixonWT, Sacolick LI, Wiesinger F, Vogel M, Hancu I (2010) Flow, Chemical Shift, and Phase-based
B1 Mapping. Proc. ISMRM.

31. Lau AZ, Chen AP, CunninghamCH (2012) Integrated Bloch-Siegert B1 mapping and multislice imaging
of hyperpolarized 13C pyruvate and bicarbonate in the heart. Magnetic resonance in medicine 67: 62–
71. doi: 10.1002/mrm.22977 PMID: 21656549

32. Piechnik SK, Ferreira VM, Dall’Armellina E, Cochlin LE, Greiser A, Neubauer S, et al. (2010) Shortened
Modified Look-Locker Inversion recovery (ShMOLLI) for clinical myocardial T1-mapping at 1.5 and 3 T
within a 9 heartbeat breathhold. Journal of cardiovascular magnetic resonance 12: 69. doi: 10.1186/
1532-429X-12-69 PMID: 21092095

33. Chow K, Flewitt JA, Green JD, Pagano JJ, Friedrich MG, Thompson RB (2014) Saturation recovery sin-
gle-shot acquisition (SASHA) for myocardial T(1) mapping. Magnetic resonance in medicine 71: 2082–
2095. doi: 10.1002/mrm.24878 PMID: 23881866

34. Robson MD, Piechnik SK, Tunnicliffe EM, Neubauer S (2013) T1 measurements in the human myocar-
dium: The effects of magnetization transfer on the SASHA and MOLLI sequences. Magnetic resonance
in medicine.

35. Kellman P, Hansen MS (2014) T1-mapping in the heart: accuracy and precision. Journal of cardiovas-
cular magnetic resonance 16: 2. doi: 10.1186/1532-429X-16-2 PMID: 24387626

36. Stanisz GJ, Odrobina EE, Pun J, Escaravage M, Graham SJ, Bronskill MJ, et al. (2005) T1, T2 relaxa-
tion and magnetization transfer in tissue at 3T. Magnetic Resonance in Medicine 54: 507–512. PMID:
16086319

37. Clique H, Cheng H-LM, Marie P-Y, Felblinger J, Beaumont M (2013) 3D myocardial T(1) mapping at 3T
using variable flip angle method: Pilot study. Magnetic Resonance in Medicine 829: 823–829.

38. Van Heeswijk RB, Feliciano H, Bongard C, Bonanno G, Coppo S, Lauriers N, et al. (2012) Free-breath-
ing 3 T magnetic resonance T2-mapping of the heart. JACC Cardiovascular imaging 5: 1231–1239.
doi: 10.1016/j.jcmg.2012.06.010 PMID: 23236973

39. Robson MD, Piechnik SK, Tunnicliffe EM, Neubauer S (2013) T1 measurements in the human myocar-
dium: The effects of magnetization transfer on the SASHA and MOLLI sequences. Magnetic Reso-
nance in Medicine. doi: 10.1002/mrm.24867

40. Kellman P, Herzka DA, Arai AE, Hansen MS (2013) Influence of Off-resonance in myocardial T1-map-
ping using SSFP based MOLLI method. Journal of Cardiovascular Magnetic Resonance 15: 63. doi:
10.1186/1532-429X-15-63 PMID: 23875774

Bloch Equations Reconstruction of Myocardium MOLLI T1 Maps

PLOS ONE | DOI:10.1371/journal.pone.0126766 May 11, 2015 17 / 17

http://dx.doi.org/10.1002/mrm.22357
http://www.ncbi.nlm.nih.gov/pubmed/20432302
http://dx.doi.org/10.1186/1532-429X-15-53
http://www.ncbi.nlm.nih.gov/pubmed/23777327
http://www.ncbi.nlm.nih.gov/pubmed/16683260
http://www.ncbi.nlm.nih.gov/pubmed/8622590
http://www.ncbi.nlm.nih.gov/pubmed/17191242
http://www.ncbi.nlm.nih.gov/pubmed/17763355
http://www.ncbi.nlm.nih.gov/pubmed/17089359
http://dx.doi.org/10.1002/mrm.22977
http://www.ncbi.nlm.nih.gov/pubmed/21656549
http://dx.doi.org/10.1186/1532-429X-12-69
http://dx.doi.org/10.1186/1532-429X-12-69
http://www.ncbi.nlm.nih.gov/pubmed/21092095
http://dx.doi.org/10.1002/mrm.24878
http://www.ncbi.nlm.nih.gov/pubmed/23881866
http://dx.doi.org/10.1186/1532-429X-16-2
http://www.ncbi.nlm.nih.gov/pubmed/24387626
http://www.ncbi.nlm.nih.gov/pubmed/16086319
http://dx.doi.org/10.1016/j.jcmg.2012.06.010
http://www.ncbi.nlm.nih.gov/pubmed/23236973
http://dx.doi.org/10.1002/mrm.24867
http://dx.doi.org/10.1186/1532-429X-15-63
http://www.ncbi.nlm.nih.gov/pubmed/23875774

